
S
upport Legs Instructions

To Install:

(1.) P
lace bottom

 end of
support leg at foot of
articulator.

(2.) R
otate support leg up to

clip or attach to vertical
support of the articulator.

(3.) P
lace thum

bs on retention
clips.

(4.) P
ush clips laterally and

back to rem
ove.

To R
em

ove:

To U
se:

(5.) T
he Legs w

ill support the
articulator back 45° D

egrees
for patient consultations and
photography procedures.

(6.) O
pen upper fram

e back to
be supported by the support
pin to facilitate laboratory
procedures.
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